Physical interpretation and development of ultrasonic nondestructive evaluation techniques applied to the quantitative characterization of textile composite materials by Miller, James G.
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Introduction
In this Progress Report, we describe our continuing research activities concerning
the development and implementation of advanced ultrasonic nondestructive evaluation
methods applied to the inspection and characterization of complex composite structures.
We explore the feasibility of implementing medical linear array imaging technology as a
viable ultrasonic-based nondestructive evaluation method to inspect and characterize
complex materials. As an initial step toward the application of linear array imaging
technology to the interrogation of a wide range of complex composite structures, we
present images obtained using an unmodified medical ultrasonic imaging system of two
epoxy-bonded aluminum plate specimens, each with intentionally disbonded regions.
These images are compared with corresponding conventional ultrasonic contact transducer
measurements in order to assess whether these images can detect disbonded regions and
provide information regarding the nature of the disbonded region.
/
We present a description of a standoff/delay fixture which has been designed,
constructed, and implemented on a Hewlett-Packard SONOS 1500 medical imaging
system. This standoff/delay fixture, when attached to a 7.5 MHz linear array probe,
greatly enhances our ability to interrogate flat plate specimens. The final section of this
Progress Report describes a woven composite plate specimen that has been specially
machined to include intentional flaws. This woven composite specimen will allow us to
assess the feasibility of applying linear array imaging technology to the inspection and
characterization of complex textile composite materials.
We anticipate the results of this on-going investigation may provide a step toward
the development of a rapid, real-time, and portable method of ultrasonic inspection and
characterization based on linear array technology.
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Detection of Intentionally Disbonded Regions in Bonded
Aluminum Plates Using a 7.5 MHz Linear Array
Introduction
Current concern for ensuring the air-worthiness of the aging commercial air fleet
has prompted the establishment of broad-agency programs to develop NDT technologies
that address specific aging-aircraft issues.l'2 One of the crucial technological needs that
has been identified is the development of rapid, quantitative systems for depot-level
inspection of bonded aluminum lap joints on aircraft. 1-3 Research results for
characterization of disbond and corrosion based on normal-incidence pulse-echo
measurement geometries are showing promise, but are limited by the single-site nature of
the measurement which requires manual or mechanical scanning to inspect an area. 47 One
approach to developing efficient systems may be to transfer specific aspects of current
medical imaging technology to the NDT arena. Ultrasonic medical imaging systems offer
many desirable attributes for large scale inspection. They are portable, provide real-time
imaging, and have integrated video tape recorder and printer capabilities available for
documentation and post-inspection review. Furthermore, these systems are available at a
relatively low cost (approximately $50,000 to $200,000) and can be optimized for use
with metals with straight-forward modifications. As an example, ultrasonic phased-array
and linear array imaging technology, which was first developed for use in the medical
industry, has been successfully implemented for some NDT applications by other
investigators.8-1°
J
In this section of the Progress Report we explore the feasibility of implementing
medical linear array imaging technology as a viable ultrasonic-based nondestructive
evaluation method to inspect and characterize bonded aluminum lap joints. We present
images, obtained using an unmodified medical ultrasonic imaging system, of two epoxy-
bonded aluminum plate specimens, each with intentionally disbonded regions. These
images are compared with corresponding conventional ultrasonic contact transducer
measurements in order to assess whether these images can detect disbonded regions and
provide information regarding the nature of the disbonded region. The results of this
investigation may provide a step toward the development of a rapid, real-time, and portable
method of adhesive bond inspection and characterization based on linear array technology.
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Background
The images of the bonded aluminum specimens presented below were obtained
using an unmodified, commercially-available Hewlett-Packard SONOS 1500 medical
imaging system. Because of the nature of detecting disbonded regions in relatively thin
aluminum specimens, the SONOS 1500 imaging system was operated in a mode normally
employed to image peripheral blood vessels in a clinical setting. In this peripheral vascular
imaging mode, the SONOS 1500 utilizes a linear array of ultrasonic transducer elements as
the interrogating probe. A B-scan (cross-sectional) image of the object under interrogation
is formed by sequentially transmitting and receiving with groups of transducer elements
across the array. Each transmission of an ultrasonic pulse and the subsequent reception of
the returned signals by a specific group of transducers represents one ultrasonic A-line in a
direction normal to the array. The B-scan image is produced from a series of A-lines
across the aperture of the array. Transmit and receive focus is achieved by selecting the
appropriate groups of transducer elements and adjusting the relative time of transmit and
receive between them. A depth-dependent gain (time-gain compensation or TGC) can be
applied to the received ultrasonic signals to reduce the effects of the inherent attenuation of
the specimen on the displayed B-scan image.
The B-scan images obtained with the linear array are processed and displayed in a
conventional manner. Each received rf A-line signal is mixed to an intermediate
frequency, amplified, rectified, and low-pass filtered. The B-scan image, formed from the
amplitude envelopes of a series of A-line signals, is logarithmically compressed and
displayed as a gray scale image on a dB scale. In general, each B-scan image obtained with
a linear array is a cross-sectional representation of the amplitude of the reflected (scattered)
ultrasonic signals, in the plane of the array, throughout the depth of the specimen under
interrogation. However, interpretation of the images obtained from layered solids may be
expected to be more complex than in tissue because of the presence of strong reverberations
and possible mode conversions.
Because the SONOS 1500 system was intended to image specific peripheral blood
vessels, it was not possible to change the depth setting of the images to more closely
correspond to the thickness dimensions of the bonded aluminum plates. Furthermore,
because the thicknesses of the bonded aluminum plate specimens were relatively small and
the velocity of sound in aluminum is relatively large (compared to that of tissue), the
images obtained with the SONOS 1500 system represent the echo-decay patterns of many
round-trip echoes in the plates. Nonetheless, the B-scan images of echo decay patterns in
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Figure 1 - Cross-sectional representation of bonded aluminum plate specimen.
bonded aluminum plates appears to represent a viable mode for identifying regions of
disbond as will be further discussed below.
Specimens
Both of the bonded aluminum plate specimens interrogated in this investigation
were 4.9 cm (1.9 inches) in width by 9.6 cm (3.8 inches) in length. Specimen #1 was
constructed using two identical aluminum plates of 0.16 cm (0.063 inch) in thickness;
whereas specimen #2 was constructed using one aluminum plate of 0.16 cm (0.063 inch)
in thickness and one aluminum plate of 0.23 cm (0.090 inch) in thickness. In each case the
specimens were constructed with an area of layered adhesive tape to simulate a disbonded
region. These bonded plate specimens were produced by layering adhesive tape in specific
areas on one of the plates (referred to as the "bottom" plate) until the layered tape was a
specific thickness. For the specimens used in this investigation, layers of masking tape
were first applied to the "bottom" plate followed by layers of clear cellophane tape. Epoxy
was applied to the "bottom" plate which had the layered adhesive tape attached and a "top"
aluminum plate was applied. After the epoxy had cured the specimens were machined to
the final length and width dimensions leaving only one area of simulated disbond
transversing the width of the specimen near the center. The width of the disbonded region
was 1.27 cm (0.5 inch) for specimen #1 and 2.54 cm (1 inch) for specimen #2. Figure 1
illustrates how these specimens were constructed. Specimen #1 had an epoxy bond
thickness of 0.03 cm (0.012 inch) and specimen #2 had an epoxy bond thickness of 0.04
cm (0.016 inch). The measured total thicknesses of the resultant specimens were 0.347 cm
(0.136 inches) and 0.424 cm (0.167 inches) for specimens #1 and #2, respectively. In the
final configuration the "top" aluminum plate of each specimen was in direct adhesive
contact with the epoxy bond everywhere except over the region of the disbond (layered
J
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Figure 2 - Configuration of linear array transducer and gelatin standoff for obtaining
images of the disbonded region in the bonded aluminum plate specimens.
tape). The "bottom" plate was also in direct contact with the epoxy outside the disbond
region and in contact with the adhesive side of the masking tape in the region of disbond.
Linear Array Images
The aluminum plate specimens were imaged with the Hewlett-Packard SONOS
1500 medical imaging system in the peripheral vascular imaging mode described above.
For these measurements a nominal 7.5 MHz center-frequency linear array probe was used
with an overall length of 3.9 cm (1.5 inches). Each aluminum plate specimen was imaged
with a gelatin stand-off approximately 2.54 cm (1 inch) in thickness between the linear
array and specimen as illustrated in Figure 2. The gelatin stand-off was implemented to
bring the front surface echo of the aluminum specimens closer to the center of the image.
Each specimen was imaged with the axis of the linear array along the long axis (length
dimension) of the specimen such that the linear array straddled the disbond region. The
SONOS 1500 imaging system was configured such that the transmit power level was kept
constant for all measurements and the same depth dependent gain (time-gain compensation)
was applied to all depth segments and kept constant between the specimens. The video
compression was adjusted to optimize the image contrast and remained constant for each
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Figure 3 - Illustration showing how to interpret the images of the bonded aluminum
specimens obtained with the linear array system.
specimen interrogated. The disbonded region and surrounding regions of each specimen
were imaged from both sides of the specimen; i.e., each specimen was imaged from the
aluminum plate side in contact with the adhesive of the masking tape ("bottom" side) as
well as the side with no masking tape adhesive on the plate ("top" side).
Figure 3 illustrates how to interpret the images of the bonded aluminum specimens
obtained with the linear array system. The images obtained from both sides of the
specimen straddle the disbond region. The disbonded region is represented by the more
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darkly shadedareain Figure3. Oneithersideof thedisbondedregionis thewell-bonded
region,depictedasthemorelightly shadedregion in Figure3. Recallthattheseimagesare
composedof manyreverberationsof theultrasonicsignalin thespecimenanddonot
representa singlecross-section.
Figure4 showsthelineararrayimagesoverthedisbondedregionfor specimen#1
from bothsides. In Figure4atheregionof disbondcanbeclearlydistinguishedfrom the
surroundingwell-bondedregionin the image.This imagewasobtainedfrom the "bottom"
sideof thespecimenwherethemaskingtapewasadheredto thealuminumplate. As
describedabove,theB-scanimagerepresentsthereturnedsignalsfrommanyround-trip
echoes(reverberations)insidethespecimenanddoesnotrepresentasinglecross-section
throughthedepthof thespecimen.Comparingthedisbondedregionwith thesurrounding
bondedregionin this imageit appearsthatdifferentechodecaypatternscanbeobserved.
Theechodecaypatterncorrespondingto thedisbondedregionappears"brighter"thanthe
surroundingregionsandappearsto monotonicallydecreasein brightnessastime increases.
Furthermore,the individualechopatternsdonotappearasprominentin thedisbondregion
asthoseobservedin thesurroundingregionsthusgiving thedisbondregionamore
"smooth"appearance.Thebrightnessof theechopatternfrom thewell-bondedregion
appearsto bemoremodulatedandtheindividualechoesappearmoreprominently.
Figure4b showstheB-scanimageof thedisbondedregionof specimen#1
obtainedfrom the"top" sideof thespecimen.In this imagetheregionof disbondcanagain
beclearlydistinguishedfrom thesurroundingwell-bondedregionalthoughit appearsmuch
differentthanthatobservedwhenimagedfromthe"bottom"sideof thespecimen(Figure
4a). Theimagein Figure4b showsthedisbondedregionto bemuchdarkerthanthe
surroundingwell-bondedregions.Thisappearsto beindicativeof ahigherattenuationof
ultrasoundin thedisbondregionandhenceamorerapidrateof echodecaywhenimaged
from the"top" side. Althoughthedisbondregionlooksvery differentwhenFigures4a
and4barecompared,thewell-bondedregionsappearto beverysimilar in thetwoimages.
We wouldexpectthe imagesfrom thewell-bondedregionsto beverysimilarwhenimaged
from bothsidesof thespecimenbecausethethicknessof eachof thealuminumplatesis the
sameandhencetheultrasoundpropagatesalongthesamepathinbothcases.
Figure5 displaystheB-scanimagesobtainedfrom specimen#2. Figure 5ashows
theB-scanimageobtainedwhenspecimen#2is interrogatedfromthe"bottom" sideof the
specimen;thesidein whichthemaskingtapewasadheredto the"bottom"plate. The
Figure 4 - Linear arrayimagesover thedisbondedregionfor specimen#1. l_igure4a
showstheB-scanimageof thedisbondedregionobtainedfrom the"bottom"sideof the
specimen.Figure4bshowstheB-scanimageof thedisbondedregionobtainedfrom the
"top" sideof thespecimen.
!i!iiiii_
Figure 5 - Linear array images over the disbonded region for specimen #2. Figure 5a
shows the B-scan image of the disbonded region obtained from the "bottom" side of the
specimen. Figure 5b shows the B-scan image of the disbonded region obtained from the
"top" side of the specimen.
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imagefrom the"top" sideof thespecimenis depictedin Figure5b. Thedisbondregionis
againclearlydistinguishedfrom thesurroundingwell-bondedregionsin bothof these
figures. Manyof thesamefeaturesareapparentin theseimagesof specimen#2aswere
observedin theimagesof specimen#1 (Figure4); e.g.,thedisbondregionappears
"brighter"comparedto thewell-bondedregionwhenspecimen#2 is imagedfrom the
"bottom"side(Figure5a)andmuchdarkerthanthewell-bondedregionwhenimagedfrom
the "top" side(Figure5b).
Therearesomeinterestingdifferencesbetweentheimagesobtainedfrom specimen
#1andtheimagesobtainedfrom specimen#2 in thewell-bondedregions. In contrastto
thatobservedfor specimen#1, theechopatternsfrom thewell-bondedregionsdonot look
thesamewhenspecimen#2 is interrogatedfromthe"bottom"comparedto theimages
obtainedfrom the"top". Thedifferencein theobservedechopatterncorrespondingto
well-bondedregionsmaybe relatedto thedifferentthicknessof aluminumplatepresentat
thesurfaceof interrogation.Thesequencein whichatransmittedultrasonicpulse
encountersanaluminum/epoxyinterfaceis differentfor thetwo sidesof specimen#2.
Furthermore,the imagesof thewell-bondedregionsof specimen#2donotappearto have
thesamemodulationpatternof imagebrightnessasobservedfor specimen#1.
Contact Transducer Measurements
In order to interpret the images of the bonded aluminum plate specimens obtained
with the linear array, single element contact transducer measurements were performed.
Ultrasonic rf A-lines from the bonded and disbonded regions of each specimen were
obtained from each side of each specimen. Pulse-echo measurements were made with a
broadband, 0.25-inch diameter, 25 MHz contact transducer (KB Aerotech - Alpha DFR)
with a 0.98 cm (0.375 inch) delay line. A Panametrics 5800 computer controlled
pulser/receiver was used to generate the broadband excitation pulse and to amplify the
returned ultrasonic signal. The returned rf signal was taken from the Panametrics 5800
receiver output and sent to a Tektronix TDS 520 digitizing oscilloscope. Signals were
digitized at a rate of 250 megasamples/second with 8-bit resolution over a total record
length of 2500 points. The digitized rf signals were stored on a Macintosh IIfx for off-line
analyses.
A set of at least three rf A-line signals were digitized from each region (bonded or
disbonded) on each side ("bottom" or "top") of each specimen. The digitized signals of
each set were very similar although small variations in signal size were observed. These
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Figure 6 -Representative rf A-line amplitude signals obtained from each of the specific
regions of specimen #1.
small variations appear to be related to the variable degree of pressure one exerts when
pressing the contact transducer on the surface of the specimen. Figure 6 depicts one
representative rf A-line signal (amplitude) obtained from each of the specific areas of
specimen #1. In this figure the rf A-lines representing the bonded region from both sides
of specimen #1 appear to be very similar. This is consistent with the images in Figure 4
above and is a result of the inherent symmetry of this bonded aluminum plate specimen.
There appears to be a modulation of the echo amplitudes in the rf A-line from the well-
bonded region obtained from both sides of the specimen. This modulation may be the
result of interference between signals returning from the various interfaces for the particular
aluminum plate thickness and epoxy bond thickness of this specimen. These A-lines from
the well-bonded regions show a significant amount of signal between the larger interface
echoes that are due to multiple reverberations within the specimen.
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Figure 6 shows that the amplitude echo decay pattern from the disbonded region of
the "bottom" side of specimen #1 has a different shape than the rf A-lines obtained from the
well-bonded region. The echo amplitudes from the disbonded region appear to decrease
monotonically in time. Time between interface echoes in this region is approximately 0.50
gsec, which corresponds to a round-trip distance of 0.32 cm in aluminum, twice the
thickness of the bottom aluminum plate. Furthermore, it appears that there is not as much
backscattered signal occurring between the interface echoes, suggesting that sound does not
propagate easily beyond the aluminum-tape interface from this side. The echo decay
pattern from the disbonded region of specimen #1 obtained from the "top" side is also
shown in Figure 6. This echo decay pattern demonstrates an apparent monotonic decrease
in echo amplitude with time and it appears that this decrease in amplitude is at a greater rate
than that observed for the disbonded region when measured from the "bottom" side. This
A-line, obtained from the disbonded region of the "top" side, appears to have a significant
amount of signal after the larger interface echoes. We hypothesize that the observed
differences between the rf A-lines obtained from the disbond region of the "top" plate and
the rf A-lines obtained from the disbond region of the "bottom" plate may be a consequence
of the specific nature of the disbond/aluminum interfaces occurring at the "top" and
"bottom" plates.
Figure 7 depicts the corresponding representative rf A-line signals (amplitude)
obtained from each of the specific areas of specimen #2. The echo decay patterns for the
well-bonded region from the two sides of the specimen ("bottom" and "top") do not appear
to be the same as they did for specimen #1. This is to be expected because the "bottom"
and "top" aluminum plates are of different thicknesses for specimen #2 and the ultrasound
propagates through the different layers of the specimen in a different sequence. The rf A-
lines from this well-bonded region of specimen #2 do not appear to demonstrate such a
strong modulation of the echo amplitudes with time. These A-lines show a significant
amount of signal between the larger interface echoes, similar to that observed for specimen
#1, which is due to multiple reverberations within the specimen.
As was observed for specimen #1, Figure 7 shows that the amplitude echo decay
pattern from the disbonded region of the "bottom" side of specimen #2 has a different
shape than that observed for the well-bonded region. The echo amplitudes from the
disbonded region appear to decrease monotonically in time for specimen #2 as they did for
specimen #1. Measurement of the time between interface echoes in this region provides a
round-trip time of approximately 0.72 gsec, which corresponds to a round-trip distance of
-13-
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Figure 7 - Representative rf A-line amplitude signals obtained from each of the specific
regions of specimen #2.
0.45 cm in aluminum, twice the thickness of the "bottom" aluminum plate of specimen #2.
Furthermore, as was observed for specimen #1, it appears that there is not as much signal
occurring between the interface echoes, suggesting that sound does not propagate easily
beyond the aluminum-tape interface from this side. The echo decay pattern from the
disbonded region of specimen #2 obtained from the "top" side is also shown in Figure 7.
As found for specimen #1, this echo decay pattern also appears to demonstrate a decrease
in signal amplitude at a greater rate than that observed for the disbonded region when
measured from the "bottom" side. Again this is indicative of a greater attenuation of the
signal and may be related to the specific nature of the aluminurrddisbond interface. As was
observed in specimen #1, there appears to be a significant amount of scattered signal after
the larger interface echoes when compared with the signal obtained from the "bottom" side.
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Discussion
The results presented above, showing the images of the bonded aluminum plate
specimens obtained with the linear array and the corresponding ultrasonic rf A-lines
obtained with a contact transducer, suggest that linear array imaging can play a useful role
in detecting disbonded regions and providing information describing bond interface
characteristics. The disbonded region was easily discernible from the well-bonded region
in the images obtained from either side of each specimen. Images of both specimens show
that the disbonded region looks much different than the surrounding well-bonded region
when the images obtained from the "bottom" of the specimen are compared with those
obtained from the "top". The relatively "bright" disbond region observed when the
specimens are imaged from the "bottom" side and the "dark" disbond region observed
when the specimens are imaged from the "top" side agree with the corresponding echo
decay patterns obtained with the contact transducer; i.e., a relatively higher attenuation
associated with the disbonded region when interrogated from the "top" when compared
with the results obtained from the "bottom". Subsequent destructive analysis of the
specimens showed that the "bottom" plate was in direct contact with the adhesive of the
masking tape (as expected) but the "top" plate had a thin substance adhered to it. These
results suggest that the images obtained with the linear array may convey information
regarding the characteristics of the interface between the aluminum and the disbond.
Images of the well-bonded regions of both specimens obtained with the SONOS
1500 linear array are also consistent with the contact transducer data. The modulation of
the brightness of the well-bonded region in the images of specimen #1 agree well with the
observed modulations in the echo decay patterns obtained with the contact transducer and
the similarity between the images of the bonded region from both sides of specimen #1 are
consistent with the similar nature of the echo decay patterns from both sides. Images of
specimen #2, which has aluminum plates of different thicknesses, are also consistent with
the measured rf A-lines of this specimen. Images of specimen #2 show that the well-
bonded region appears different when interrogated from the "bottom" side and compared
with the image from the "top" side. This difference between the two sides is also evident in
the measured echo decay patterns obtained from the two sides. The relatively longer echo
decay pattern (lower attenuation) corresponding to the disbonded region of the "bottom"
side of specimen #2 compared to the well-bonded region is also very evident in the image
of that side.
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Theimagesof thebondedaluminumplatespecimensandthecorresponding
agreementwith contactransducermeasurementssuggesthatlineararraytechnologymay
provideaviablemeansto detectdisbondedregionsin bondedaluminumjoints.
Furthermore,theseimagesmayprovideusefulinformationregardingthenatureof the
disbondedregion. It appearsthatmedicallineararrayimagingtechnologymayoffer a
usefulmeansto developarapid,real-time,andportablemethodof adhesivebond
inspectionandcharacterization.
-16-
_1 Side View
/-- -\
I I
I I
i= =
I I
I !
I Linear I
/ Array
I
I I
Gelatin-Based
Standoff Material
Figure 8 - Standoff/delay fixture designed for use with the 7.5 MHz linear array probe.
Standoff/Delay Fixture for the 7.5 MHz Linear Array
In order to facilitate the inspection of specimens with the Hewlett-Packard SONOS
1500 medical imaging system a standoff/delay fixture was designed for use with the 7.5
MHz linear array probe. This standoff/delay fixture, illustrated in Figure 8, clamps around
the Hewlett-Packard linear array probe. The use of the standoff/delay fixture in the
inspection of the test specimens allows the specimen to be placed in a region away from the
face of the linear array and thus reduces the effects of transducer ring-down and near field
artifact. This is especially important when investigating relatively thin specimens with
relatively large inherent ultrasonic velocities (compared to tissue). Furthermore, the use of
this standoff/delay fixture allows the operator to keep the linear array probe perpendicular
to the specimen under interrogation as the array is translated across the surface. The
clamping screws allow precise alignment of the probe with respect to the surface. The
standoff/delay material was a NASA developed, gelatin-based, tissue-mimicking material,
with a velocity of sound close to that of tissue. 11
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Figure 9 - Woven composite plate specimen specially machined to include four flat-
bottom holes of specific diameters.
A Woven Composite Plate with Flat-Bottom Holes to Simulate
Flaws
In order to assess the feasibility of applying linear array imaging technology to the
inspection and characterization of complex textile composite materials, a woven composite
plate specimen has been specially machined to include intentional flaws. An eight-ply, 5-
harness, woven carbon/epoxy composite plate, with dimensions of 3.0 inches by 4.0
inches and a thickness of 0.110 inches, was machined to include four flat-bottom holes of
specific diameters. Figure 9 shows a schematic drawing of the woven composite plate.
This Figure shows the flat-bottom holes, with diameters of 1N-inch, 1/8-inch, 1/16-inch,
and 1/32-inch, were machined to a depth of 0.040 inches along a line through the center of
the specimen. The flat-bottom holes have an inter-hole spacing of 3/4-inch as indicated in
the Figure. These flat-bottom holes are intended to simulate flaws of different sizes that
may occur during the production of the a composite structure or might occur after
-18-
implementation of a composite structure in the field. The 7.5 MHz linear array will be used
to interrogate this specimen and determine how well each of the individual flaws can be
resolved. Furthermore, we will interrogate the composite plate with a conventional single-
element contact transducer and the ability to find these simulated flaws will be compared.
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